[Controlled heparinization during hemosorption].
The authors used a method of graded heparinization with special reference to the individual reaction of the patients to heparin. The initial (starting) dose of heparin was injected intravenously, the sustaining dose of heparin was infused through the tube for blood taking. The method described prevented thrombosis of the HMS apparatus and considerably reduced the quantity of heparin used. No complications of hemosorption resulting from heparinization were noted.